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4. Application

4.1 Remove all water consumers from the dental unit (to prevent 
clogging).
Remove the black cap.

4.2 Connect the supplied GREEN&CLEAN BR bottle with the  
connection adapter.

4.3 Disconnect the sealing plug.

4.4 Connect the water inlet of the dental unit to the METASYS BR  
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4.5 Open the inlet tap.

4.6 Switch on the device.

4.7 As soon as the violet liquid exits from the water consumers, switch 
off the device again.

4.8 Close the inlet tap.

4.9 Disconnect the water inlet of the dental unit from the device.  
Remove the connection adapter from the GREEN&CLEAN BR  
bottle, and put the black cap and the sealing plug back on.

4.10 The exposure time lasts between 30 to max. 60 minutes, 
depending on the contamination of the dental unit.
After completion of the exposure time, actuate all water  
consumers until clear water emerges.

Application
Practice personnel, technicians
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